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STABILITY  OF  THE  INTEGRATED  VIRUS  DETECTION  SYSTEM  (IVDS) 
ELECTROSPRAY  MODULE  DURING  ANALYSIS 
OF  MS2  BACTERIOPHAGE 


1.  INTRODUCTION 

Viruses  are  considered  to  be  among  the  smallest  living  particles  known  to  man.  Because 
of  their  small  size,  viruses  are  extremely  difficult  to  detect  and  characterize.  Presently  detection 
and  identification  of  viruses  is  a  complex  and  expensive  biochemical  process  that  requires  great 
expertise.1  Even  new  methods  that  rely  on  the  newest  technology  are  essentially  biochemical 
methods.2  *  The  detection  process  is  particularly  complex  and  lengthy  when  an  unknown  virus 
“hits  the  street.”  This  was  illustrated  in  recent  years  by  the  length  of  time  it  took  to  discover  and 
identify  the  HIV  virus. 

Recently  the  U.S.  Army  Edgewood  Chemical  Biological  Center  (ECBC)  developed  a 
new  system  by  which  viruses  are  detected  and  identified  by  physical  rather  than  biochemical 
means.  This  system,  the  Integrated  Virus  Detection  System  (IVDS),  relies  on  the  fact  that 
different  viruses  have  different  sizes.  The  system  isolates  the  virus  particles  from  the  extraneous 
material  in  which  they  are  collected,  separates  them  according  to  their  sizes  using  a  Differential 
Mobility  Analyzer  (DMA),  and  determines  their  concentrations  with  a  Condensation  Particle 
Counter.  The  system  allows  quick  screening  of  many  samples  at  a  low  cost.  The  IVDS  is  further 
described  in  ECBC-TR-018.3 

In  this  report,  we  will  explore  the  electrospray  injection  module  of  the  IVDS  system.  The 
electrospray  module  aerosolizes  the  virus  containing  solution  and  injects  a  monodispersed 
aerosol  solution  into  the  air  stream  for  analysis.  The  electrospray  converts  the  sample  to  an 
aerosol  by  charging  the  liquid  with  an  electric  potential,  pushing  it  through  a  capillary,  and 
exerting  an  electric  field  at  the  capillary  tip.  The  liquid  evaporates  from  the  droplets  formed  at 
the  capillary  tip  and  is  carried  into  the  sizing  and  counting  modules  of  the  IVDS. 

The  parameters  associated  with  the  electrospray  module  are  air  and  CCL  flow,  sample 
overpressure,  electrical  voltage,  and  amperage.  The  air  and  CO2  flows  are  fixed  and  are  not 
variable.  The  overpressure  needs  to  be  at  a  minimum  (between  3  and  5  psi)  to  maintain  a  flow 
through  the  capillary.  The  only  parameter  with  any  variability  is  the  setting  of  the  electrical 
voltage  that  exerts  the  electrical  field  at  the  capillary  tip.  This  parameter  was  varied  across  the 
stable  range  of  voltages,  and  the  MS2  bacteriophage  was  analyzed.  Although  the  amperage 
changes  with  voltage,  the  amperage  is  not  operator  adjustable. 

The  electrical  voltage  at  the  capillary  tip,  which  changes  the  shape  of  the  liquid  flow  from 
the  tip,  was  thought  to  need  optimization  for  repeatable  IVDS  analyses.  This  study  explores  the 
variation  in  electrospray  voltage  and  the  effects  on  the  IVDS  analysis. 


*A  new  silicon  chip  that  harnesses  emerging  technology  at  the  nano  scale  will  allow  the  detection  of  viruses  faster, 
and  more  accurately,  than  ever  before.  Institute  of  Physics,  20  January  2004. 
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2. 


EXPERIMENTAL  PROCEDURES 


A  sample  of  MS2  stock  solution  (0.5  mL)  was  obtained  from  ECBC.  The  stock  solution 
was  diluted  with  50  mL  of  distilled  water  and  filtered  with  50  mL  of  20  mM  ammonium  acetate 
buffer  solution  by  the  ultrafiltration  (UF)  subsystem  of  the  IVDS  using  100K  Dalton  filter.4  The 
filtration  system’s  purpose  is  to  remove  any  material  with  a  molecular  weight  smaller  than  the 
filtration  system  is  set  for  (100K  Daltons  in  this  case),  such  as  growth  media,  salt  molecules,  and 
proteins  from  the  solution  and  leave  a  concentrated  virus  solution.  The  filtered  MS-2  solution 
was  then  diluted  at  1  to  10  with  the  20  mM  ammonium  acetate  buffer  to  increase  the  solutions 
conductivity  to  allow  it  to  be  injected  into  the  IVDS. 

The  sample  of  MS-2  was  analyzed  by  adjusting  the  electrospray  voltage  from  the 
minimum  voltage  that  produced  a  relatively  cone  to  the  highest  voltage  that  produced  a  relatively 
stable  cone.  A  stable  cone  would  not  exhibit  any  large  fluctuations  in  shape  or  cause  pulsations 
that  would  disrupt  the  cone.  Figure  1  shows  the  range  of  minimum,  optimum,  and  maximum 
electrospray  cones  observed.  In  addition,  image  a.  in  Figure  1  shows  the  effect  of  lowering  the 
voltage  below  the  minimum  voltage.  The  electrospray  cone  produces  large  drops  instead  of  a 
stable  cone. 

The  electrospray  voltage  was  ramped  in  0.05  kV  increments,  and  three  IVDS  scans  were 
acquired  and  saved  for  each  voltage.  The  amperages  were  recorded,  and  the  scans  were  output 
into  MS  Excel  for  analysis.  The  region  of  interest  (ROI)  for  the  MS-2  is  from  22.5  to  27.9  nm. 
The  counts  over  the  ROI  were  totaled  and  tabled  for  analysis. 


3.  RESULTS  AND  DISCUSSION 

The  table  lists  the  kV,  nA,  sum  of  ROI,  and  average  and  standard  deviations  of  the 
counts.  The  counts  averaged  1438  counts  ±  28  for  12  sets  of  kV  scans.  The  counts  were  in  very 
close  agreement  over  the  large  range  of  applied  voltages.  Plotting  the  kV  versus  nA  in  Figure  2 
shows  the  linearity  (R2  =  0.9942)  of  the  stable  portion  of  the  electrospray  cone.  The  amperage 
tracks  closely  with  the  voltage.  Figures  3-6  show  the  output  scans  acquired  with  the  IVDS. 
Each  voltage  scanned  is  an  average  of  three  individual  scans.  The  scans  are  in  very  close 
proximity  to  each  other,  which  is  verified  by  the  ROI  counts  obtained  from  the  numerical  data 
files.  The  change  in  peak  counts  was  consistent  even  when  the  voltages  were  changed 
significantly. 


4.  CONCLUSIONS 

This  study  has  shown  that  there  is  a  wide  range  of  voltage  conditions  that  will  produce 
consistent  results.  The  output  count  data  from  the  Integrated  Virus  Detection  System  (IVDS)  for 
this  particular  MS-2  sample  was  very  consistent  even  with  the  large  variation  in  applied  voltage. 
The  electrospray  cone,  if  in  a  stable  configuration,  will  yield  repeatable  results  from  the  IVDS. 
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Figure  1.  Electrospray  Cones,  a.  dripping,  b.  minimum  voltage, 
c.  optimum  voltage,  d.  maximum  voltage 


Table.  kV,  nA,  ROI  Sums,  Average  and  Standard  Deviation  of  IVDS  Scans 
(Average  of  3  scans  at  each  kV  setting) 


Counts 


Figure  2.  IVDS  Electrospray  Parameters  kV  versus  nA 


MS2  TRE  kV  vs  nA 
All  Scans 


Figure  3.  All  Scans  IVDS  kV  Adjustment 


10 


Counts 


Figure  4.  IVDS  Scans  1.75  to  1.90  kV 


Figure  5.  IVDS  Scans  1.95  to  2.10  kV 
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MS2  TRE  kV  vs  nA 
2.15  to  2.30  kV 


Figure  6.  IVDS  Scans  2.15  to  2.30  kV 
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